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Breath Alcohol Testing—

Are You Really Prepared?

ou got your BAT training and

voure set for 5 years, right? Wrong,

As the manufacturer of one ofthe
most widely used breath alcohol testing
devices in workplace festing, we get phone
calls every day From panicked users who

don’t remember whiat to do as well as calls

from emplovers who must.decipher the
procedure the BAT folloveed. The fallow-
ing are just a few of the situations we have
encountered over the vears,

You perform a screening test and geta
result that is greater than or equal to 020
2/210L. As per regulations, you tell the
employves not to-eat, drink, smoke, chew
or pul anything in their mouth and begin a
15-minute waiting period. After 21 minutes
{vou got distracted with your paperwork)
you go to the Evidential Breath Tester
(EET)and start aniother screening test by
moistake: That test result s also above 020
£/ 2 10L. The results are attached to the

Alcohol Testing Form {;’LTF} and the form

is completed and signed and the DER. s
notified. The next day, the DER contacts
you and asks why botli printed test results
say “Screening Test”, Shouldn't there be an
air blank before the second test?
Oops. The BAT did not verify that an
air blank was performed prior to the
conbrraation test and therefore the
best has to be cancelled. I8 tog late to
test the subject again because it is now
the next day. ‘The employer cannot
take action on a cancelled test and the
BAT needs errorcorrection training,

Remember, as a BAT it is your respon-
sibility to know that an air blank is
required prior £o & confirmation and to
verify thatthe blank has been conduct:
ed by the EBT during the test process.
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Both the screening tést and the
confirmation test are positive (»/= .020
¢.210L). The BAT performs a successful
accuracy check on the instrument but
does ot record it in the calibration log-
book. The emplover contacts the E-J_-ETIT(:i
testify at an arhitration and requests that
the calibration and accaracy records for
the EBT device be provided immediately.
Turns out that the last accuracy check
performed on the EBT was 11 weeks
priorto the test in gquestion and the QAP
states that an accuracy check should have
besn run not more than 31 days prior to
a subject test.

The collection facility was not fol-
lowing the guidelines of the Cuality
Assurance Plan for maintenande of
the EBT nor are they keeping accurate
calibration reconds beeguse the BAT
did not record the accuracy check
performed after the Lest in guestion.
Were there other accuracy checks or
even a cahibration that were done and
not recorded?

In this case, the collection site paid
the manufacturer to-download the
memory of the EBT instrument and
verify that no other accuracy checks
or-calibrations were performed prior
to the subject test in question. The test
swas NOT cancelled.

You conduct a screening test with a
result of 104, provide the wait period
instrictions, and wail 15 minutes with the
employee. Alter the confirmaticn test re-
sult of 101, you are unsure about what the
instrument prompts mean; get confused
and accidentally abort the test hefore you
get a printout of the confirmation test,
You handwrite the confirmation test result

on the ATF and send the subject back to

the employer,
OFf course, that confirmation test is
now cancelled because it was not
printed out. The employer cannot
take action on a cancelled test and
the BAT must obtain error correction
training. There were two problems
here. (1) the BAT should tot ba
getting confised shout the instre-
ment prompts—the BAT is required
to understand the device’s messages
and commands and know what ac-
tions to take when an error message
or malfunction accurs, () the BAT
shiould know that it is never appro-
priate to handiwrite the result of a
confirmation test—the confirmation
test result must be printed at the time
the test is conducted.

Maost of the questions and problens
we encounter with breath alcohel testing
procedures are related to positive tests.
With & randomn testing rate of 10% and
na pre-employment reguirement, alcohol
tests are not done as frequently as uring
drug sereen collections and positive Lests
are even less frequent so there is little op-
portunity for BAT: to perfect their skills
through repetition. On-going proficiency
training isa st

Oine of our frainers alwvays emphasizes in
his clazses that ”Trr:l'ﬂiug 5 i@ Process, not
att Event” That is so true—five yearsisa
long time. It is extremely important for BATs
to practice with their EBT instumernts to
miaintain proficiency over the entire period af
their certification. Many collection sites have
established annual or quarterly proficiency
requirements for their BAT:, These sessions
sheuld inclode some practice and review with
obstacle scenarios and positive tests,
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Employers should question collection
sites about their training practices—just
hecause someone has & certificate that
says they were trained as 3 BAT three
years ago does not gtarantee that person
is 2 competent and caip:a]:-ie technician
today. For every single alcohol test 3 BAT
performs lve or she must demanstrate the
following skills:

+ Ability to respond to the device’s messages
andd commeancs.

+ Knowwhat actions to take when an error
mEssage ormalfunction occurs.

+ Ability to conduct an air blank or the
knowledge that an air blank has been
conducted.

+ Perform the test correctly with respect to
the manufacturer’s requirements for that
specific EBT and according to 49 CER Part
40rules.

. Idl:‘ntif}‘ and explain actions he /she will
take when the device does not function
properly (e.g, failed accuracy check).

+ Faplain when an accuracy check is re-
quired and identify the procedures and for
person(s), ifother than the BAT, responsi-
ble for performing the calibration checks. 1
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The BAT performs a

successtul accuracy

check on the
instrument but does
not record it in the
calibration loghook.



